Abstract. In this work, a novel vibration parameter measure instrument of rotate machine using a accelerometer is proposed. The ADXL203 micro accelerometer is used as the sensor of the instrument based on the MEMS (Micro Electro Mechanical System) technology. The mathematical modeling of the vibration is finished by the simple harmonic vibration theory. The noise of the system is disposed by the differential noise reduction circuit. The experiments such as differential noise reduction, frequency and vibration amplitude measurement are finished on the platform. The results indicate that the instrument is useful and effective.
Introduction
Rotation machineries are the essential parts of the modern industry. During the long term work, various kinds of vibrations are arise inevitably due to the change of the work environment, parts of fatigue, key component loose and so on [1, 2] . The vibration can induce a series of resonances on the other components. If these vibrations are not monitored persistently, the fracture crack damage will happen at the connectors of pumps, the instruments on line, the welded joints and all the other parts that we defined as the vulnerable spots [3] . So the vibrations from the rotation machineries under steady and transient conditions must be analyzed in real-time and uninterruptedly monitored in order to muster the characteristics. Also the diagnosis and prediction methods should be established. The vibration parameters measure system are designed to measure the important vibration parameters under the working condition. Based on the parameters, the accident judgments should be passed immediately, which will protect the machineries and the production equipment. This paper realized a vibration measuring instrument based on the MEMS sensor, by which the vibration amplitude and frequency can be measured online in real-time.
light weight, tiny body, low power consumption, multi-function, three measuring axises and low noise. The rectify circuit is designed to amplify the signal from the sensor. These processes are all for the calculation in the controller. Sometimes, the working environment is not good enough to dispose a computer, then the controller undertakes the calculating tasks of accelerating velocity, speed and amplitude. So it is necessary to choose a controller with high performance to finish the tasks. The distributed wireless vibration monitoring system based on the wireless sensor can realize the long distance signal transmission [4] . The software in the principle computer is developed form the virtual instrument technology from NI. The software is of strong ability in data calculating, analyzing, display, and communication. Based on this, the developing period and difficulty are reduced a lot.
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Simple harmonic vibration method
The periodic vibration peak value of the rotation machines is rolling in some range. The maximum vibration peak value is the amplitude that need to be monitored. This kind of vibration can be described as the simple harmonic vibration using spring oscillator. First, the maximum accelerated velocity should be measured at the peak position of vibration. Second, the frequency can be calculated. Last, the amplitude result is got by the function related to simple harmonic vibration theory.
The simple harmonic vibration theory is shown in figure 2 . The maximum vibration accelerated velocity is max a , and the minimum vibration accelerated velocity is min a . The mass of spring oscillator is m , and the spring stiffness factor is k . Here m and k are all constants. Assume the amplitude of spring oscillator is x . From the theory of Newtonian mechanics, the equation of spring oscillator motion is equation (1):
The differential equation is (2):
From (2), the solution is equation (3):
Which A is the maximum vibration peak value, 0 t is the time constant. So the vibration period is equation (4):
Then equation (5):
Take (5) into (2) is equation (6):
Mark the x  as a , then the amplitude x is equation (7):
From figure 2, and (7), when the a is max a , the amplitude x is the max value x  , which is the vibration amplitude that needs to be measured. According to the FFT and "Bubble Method", the vibration period T and max a can be got. At last, using (7), the max amplitude x  will be obtained. 
Acceleration calculation
The acceleration value from the sensor contained an offset value, not the real value. So the accelerometer contains an bias acceleration between +1g ~ -1g . While the vibration measure instrument is working, this bias will be added in the real vibration acceleration which can disturb the final displacement value, so it must be removed.
From the software, many vibration periods are collected. Among these periods, the max and min accelerations are picked out by the bubble sort algorithm and the average acceleration value is calculated by the max and min acceleration. This average acceleration value is the balance position of the displacement accumulation algorithm [5] . The one quarter period which include the max value is picked out and after each value (sample point) of the period minuses the average acceleration value one by one. Then the DC voltage bias between +1g ~ -1g is removed and left the real acceleration value.
Hardware of the accelerometer
Circuit of the sensor
In order to reduce the coupling effect and the noise from the power, the output voltage signal is filtered by the 0.1μF capacitance DC C , which method is widely used in circuit design. But in some situations, especially when the noise frequency is about 140KHz, the ADXL203 output maybe disturbed by the power noise (figure 3). So a 100 (even smaller) resistance is added in the power wire. Furthermore, a large capacitance ( 1μF 22μF  ) can be parallelly connected at DC C . Fig. 3 . ADXL203 schematic.
Noise reduction circuit
The noise reduction circuit is designed to increase the SNR. The double sensors orthogonal difference method is utilized. With the axis direction of the sensor, the double orthogonal X axises are used as the measure axis. One is the same direction with vibration, named measurement axis. The other axis is the reference axis. In this way, the output signals from the two orthogonal axises are subtracted each other in the circuit, so the noise is dispelled. The circuit is in figure 4 . 6 Software design
VISA design
VISA is the standard I/O API of instrument programming. There are many applications: the GBIP controlling, serial port, USB, internet, PXI or VXI. The drive programs can be called by every kinds of instruments. The users do not need to study the communication protocol of each kind of instrument. The VISA is independent from the operation system and program environment. In another word, the same API can be used in any instrument, operation system, and program langrage. Before we use the VISA, make sure that the control method is correct. The most used functions based on the message are: VISA read, VISA write, VISA trig, VISA clear, and VISA read STB. These functions are in the figure5. Configurate the port is the first step to use the VISA port. The main parameters are: number of the port, bund rate, check bit, and data bits. The bund rate is set as 115200. The port number will be selected automatically by the principle computer after the port connected. The data is 8 bits default, and without check bit. They are shown in figure 6. 
FFT algorithm
By the circuits in 4.2, the signal has reduced the noises. The vibration frequency will be calculated by using the FFT algorithm. With the frequency, the amplitude and speed can be obtained by the theory mentioned in chapter 2. The program is in figure 7. Before FFT, the Blackman window control is added, in order to smooth the spectrum leakage which existed in the beginning and end of the data storage. After the Blackman window, the real part of the FFT data is picked out by the control of " r Z  ". These data are the frequency data of the vibration. Each data correspond to a frequency from 5Hz-8192Hz. With the help of band-pass filter, the vibration amplitude above 1000Hz tend to zero little by little. After the FFT of 8192 points, the main frequencies will be read out in the front panel. At last, the maximum frequency data will be obtained, which can be used to calculate the amplitude. Figure 8 is the signal output waveform with the length 4ms. The unit of the oscilloscope is 200mv. The peak-peak value of the original signal is 0.39V in the measurement axis before the signal is transmitted into the differential circuit board. After the signal is transmitted out from the circuit board, the peak-peak value of the signal is 0.19V, decrease about 0.2V, about 51.3% compered with the original signal. This indicated that the differential circuit board realized good results in noise reduction.
Experiment and data analysis
Differential filter
In the real piping mechanical engineering, the water follow speed is controlled by the three-phase magnetic pump. The speed waveforms of different speed are shown in figure 9 . The channel C of the oscilloscope indicates the original signal, channel D indicates the signal from the differential circuit. In the continuous vibration experiments, two figures were obtained. The sample length of figure (a) is 100μs. The peak-peak value of the original noise signal is 0.47V. After the differential circuit operation, the peak-peak value of the noise is reduced to 0.22V. The peak-peak value of the original noise signal is 0.46V. After the differential circuit operation, the peak-peak value of the noise is reduced to 0.18V. The signals from two channels are subtracted due to the differentiate operation. The one is from measuring channel, the other is from reference channel. Although the differences between the two chips can be neglected, the sources of the noises are not all the same. The phase positions of the two signals at the same time maybe not the same. If the phase positions are opposite, the amplitude maybe increase after the differential circuit operation. This phenomenon appeared in channel D in figure 9 (a) . But in figure 9 (b), this phenomenon is weak. In one word, after the band-pass filtering, these peak noises will not influence the signal process that followed behind.
Vibration frequency test
On the motor vibration experiment rig, the motor speed is adjusted from 50Hz to 40Hz. According to the FFT on the principal computer, the spectrograms are drawn in the figure  10 and figure 11 . From the spectrograms at 50Hz and 40Hz, the synchronous speed of the magnetic could not influence the motor vibration. The vibration results are from the vibration fundamental wave on the motor shaft rotation. At synchronous frequency 50 Hz, the motor rotate frequency is about 47Hz. At synchronous frequency 40 Hz, the motor rotate frequency is about 38Hz. The two rotate frequencies keep perfect accordance with the speeds. The results indicated that the frequency measurement is effective. 
Vibration amplitude test
The uniaxial piezoelectric vibration measuring system from NI is used as the reference standard sensor to measure the vibration amplitude. The pipe vibration amplitude is adjusted according to the change of the rotating speed of the water pump. The amplitude algorithm is tested and corrected with continuous comparison to the results from the reference standard sensor. From 1μm to 10μm , and increased 1μm each time. After being tested many times, each result is amended the amplitude error. The accurate experiment results are shown in figure 12. Compared with the reference amplitudes, the maximum error from the measure system is 0.38μm , average error is 0.22μm . The maximum error in the slope of matching curve is 0.0024. The intercept error is 0.0923. These results illustrated that the amplitude measurement is linearizing and accurate.
Conclusion
Aiming at the characteristic of the rotating machinery vibration, a novel vibration parameter measuring instrument of rotate machine using a accelerometer was proposed based on the MEMS technic. The characteristic of the rotating machinery vibration were analyzed. In order to reduce the noise and increase the SNR, the differential noise reduction circuit was designed and tested. By using the virtual instrument technology, the software was compiled. The data communication function is constructed by the VISA. At last, the experiment results showed that this measuring equipment could reduce the noise, calculating the frequency, and vibration magnitude.
